[Control of respirator pressure and drainage of the anesthetic gases with Kuhn's device in pediatric anesthesia (author's transl)].
By adding a manometer and a pressure valve to the anaesthetic equipment used for newborns and children (Ayre-T-piece, modified by Kuhn) we are able to control airway pressures continuously and to draw out all narcotic gases from the operating room. The concentration of halothanee thus can be diminished to a very low level around the aneasthesist and the surgeon.